Measurement of leukocyte elastase/alpha 1-proteinase-inhibitor complex using a homogeneous and a heterogeneous enzyme-immunoassay.
The heterogeneous 2 h elastase/alpha 1-proteinase-inhibitor enzyme-linked immunosorbent assay was compared with a newly developed homogeneous 20 min immunoactivation test. The within-run and between-days coefficients of variation for both tests were satisfactory. Good agreement was found between the two tests, using specimens from 140 patients. In conclusion, the 20 min immunoactivation test is able to replace the 2 h elastase/alpha 1-proteinase-inhibitor enzyme-linked immunosorbent assay.